The Urilos recording nappy system.
A technical and clinical evaluation of the Urilos recording nappy system is presented. The recording pads were calibrated to determine the variation between and within batches of 25 pads supplied by the manufacturer. Fifty patients were assessed by this system for periods of 2 to 7 h. The results show that the system is useful in the verification of patient histories, although it is difficult to obtain a quantitative measure of urine loss.